We present the design and calibration measurements of a scanning tunneling microscope setup in a 3 He ultrahigh-vacuum cryostat operating at 400 mK with a hold time of 10 days. With 2.70 m in height and 4.70 m free space needed for assembly, the cryostat fits in a onestory lab building. The microscope features optical access, an xy table, in-situ tip and sample exchange, and enough contacts to facilitate atomic force microscopy in tuning fork operation and simultaneous magneto-transport measurements on the sample. Hence, it enables scanning tunneling spectroscopy on microstrucured samples which are tuned into preselected transport regimes. A superconducting magnet provides a perpendicular field of up to 14 T. The vertical noise of the scanning tunneling microscope amounts to 1 pm rms within a 700 Hz bandwidth. Tunneling spectroscopy using one superconducting electrode revealed an energy resolution of 120 µeV. Data on tip-sample Josephson contacts yield an even smaller feature size of 60 µeV, implying that the system operates close to the physical noise limit.
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I. INTRODUCTION
Scanning tunneling microscopy (STM) and spectroscopy (STS) give access to to electronic wavefunctions down to the atomic limit. or single spin-flips.
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They enable the investigation of atomicsized contacts including atomic chains 6 , functionalized tips 7 or light emission. 8 They provide time resolution down to 100 ps 9 or, if combined with pulsed lasers, down to 500 fs. 10 Recently, even the option of electron spin resonance experiments down to the single atom limit has been shown, 11 which opens the door towards ultrahighvacuum (UHV) based experiments of coherent dynamics on the atomic scale. Hence, the STM starts to bridge the field of surface science with its well-controlled sample preparation down to the atomic limit and the field of magnetotransport studies with its versatile tuning knobs controlling electron systems down to individual electrons.
A central challenge while moving away from the single crystal based UHV preparation is that one requires much more sophisticated sample holders. Only then, one can make full use of the electronic control of a nanostructured sample. It requires, e.g., the option to pre-position the tip with an accuracy of better than 10 µm using optical means. If areas close to an insulator, e.g., the sample edge, are to be investigated, the tip-sample distance has to be controlled independently of a tunneling current, e.g., by a simultaneously operated atomic force microscope (AFM). For transport measurements, one applies a few gate voltages and a source-drain current in order to tune in a certain transport regime. At the same time, it is mandatory to keep the electronic and vibrational noise a) liebmann@physik.rwth-aachen.de level as well as the spatial resolution at highest standards. Finally, a sufficiently low temperature is needed for highest spectral resolution as well as for the stability of the probed electronic phase or regime.
There are currently a number of ultralow-temperature systems, including commercially available ones. However, the high performance demands when combining low-temperature physics and scanning probe microscopy still require unique home-built systems, specialized to the individual needs. Latest systems reaching temperatures below 1 K feature dilution refrigerators, [12] [13] [14] [15] [16] [17] [18] [19] JouleThompson refrigerators, 20 pulse tubes, 21, 22 and sorptionpumped 3 He systems.
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Only four of them offer optical access to operate a positioning device capable of µm adjustment, 13, 16, 20, 24 which is necessary, e.g., to locate exfoliated graphene flakes below the tip.
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The optical access in combination with UHV transfer and magnetic field usually results in huge vacuum recipients occupying more than one floor for handling of the low-temperature insert. 13, 16, 24 This excessive height also poses a difficult environment for vibration isolation so that none of these instruments have reported a vertical noise of less than 2 pm.
We present a more compact ultrahigh vacuum (UHV) system fitting in a one-floor room. It contains preparation and analysis chambers hosting a home-built scanning tunneling microscope within a sorption-pumped 3 He cryostat and operates in a perpendicular magnetic field of 14 T. The microscope features five contacts for insitu transport measurements of the sample while simultaneously scanning with a tuning-fork-operated scanning probe tip. It provides optical access and the possibility of micropositioning down to 10 µm while maintaining a compact design suitable for a one-story lab space. It moreover provides enough stability for high-resolution scanning tunneling spectroscopy (STS) down to 0.1 meV. Temperature-dependent measurements can be conducted in the range of 0.4 − 9 K.
II. DESIGN
A. The UHV system
The three main sections are the preparation chamber, the analysis chamber and the cryostat. All chambers are connected via an in-situ transfer system. Samples can be loaded from air into the system through a load lock connected to the preparation chamber. It is also compatible with a home-built vacuum transfer shuttle which is equipped with a mobile getter pump and a wobble stick providing the possibility to exchange samples between various UHV systems of our group or distant collaboration partners while maintaining a pressure of 5 · 10
Pa. The preparation chamber is designed for sample annealing using a resistance heater and electron beam heater for temperatures up to T = 3700 K, sputtering or plasmabased ion bombardment.
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From the preparation chamber, samples can be transferred into the analysis chamber or straight to the cryostat. The analysis chamber is designed for cross-check type sample investigations such as low energy electron diffraction (LEED) and Auger electron spectroscopy (AES). It also exhibits a port for an additional room temperature STM. Furthermore, it is aided by six ports, one of which can be used for an exchange of a home-built evaporator without breaking the UHV.
A sketch of the UHV system is shown in Figure 1 . The instrument is located on the ground floor in an anechoic room made of bricks and concrete and an acoustic door (damping 55 dB), and positioned on passive air-pressurized vibration isolators (resonance frequency 1.5 Hz vert., 2.5 Hz horiz.). The stainless steel support frame has been optimized by finite element simulations 32 towards low vibration amplitudes and is additionally filled with sand for further damping. Mechanical pumps (turbo-molecular pump and roughing pump) for obtaining UHV conditions by bakeout and during sample preparations are also located in the anechoic room but can be switched off during measurements. A base pressure of 2 · 10
Pa is maintained by ion getter and Ti sublimation pumps. Electronics and pumps for operating the cryostat as well as the experimenter stay outside the anechoic room.
B. The Cryostat
The cryostat was designed and built in cooperation with CryoVac.
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It is completely built in UHV technology, i.e., the 4 He tank can be baked to 80
• C limited by the magnet, and to 120
• C for the other parts if the magnet temperature is carefully controlled. It consists of three main parts: an outer tank for liquid Nitrogen (LN 2 ), an inner tank for liquid 4 He and a
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He insert hosting the microscope. The different temperature levels are shielded by exhaust-cooled radiation shields. The LN 2 tank is filled with fine copper wool in order to prevent the liquid Nitrogen from boiling. However, the tank could also be pumped for solidifying the cryogen, if necessary. ) outside the anechoic room. This allows to reach a temperature of 1.5 K. Below the 1 K pot, the microscope can be positioned for in-situ tip and sample transfer. Access is given by rotating parts of the shields horizontally using a wire rope and a rotational feedthrough. All tanks and shields are surrounded by UHV. In normal operation, the cryostat fits into a lab with 2.90 m height. For assembly, a height of 4.70 m is necessary. All parts necessary fit through a lab door with a height of 2.00 m. In principle, the assembly of the cryostat outside the lab would also be possible, requiring access doors of 2.50 m in height and 1.20 m in width.
Insert design
The last cooling step is conducted with the 3 He insert which hangs from the top flange of a z manipulator mounted on the top flange of the vacuum recipient. It is mounted on a second set of passive air-pressurized vibration isolators (resonance frequency 3 Hz vert., 5 Hz horiz.). Thus, vibrations arising from boiling cryogen, from turbulences of the exhaust gas, or from thermoacoustic oscillations of the 4 He gas are damped. The z manipulator serves as a tool for moving the microscope between the transfer plane of the UHV system and the measurement position in the center of the magnet. It also enables different parts of the insert to be coupled to different temperature levels necessary during a cooling cycle or regeneration cycle of the sorption pump. Figure 2 shows the low-temperature part of the insert. At the bottom, a He pot has a tenon on its side. It can be clamped at two different heights within the cryostat, i.e., temperature levels (1.5 K and 4 K), by means of a cold switch. This switch consists of a guiding rail with a mortise where the tenon can slide into and is clamped by a piston. It can be pressurized from the outside with up to 40 bar of 4 He, resulting in a force of 1.6 kN. One piston with guiding rail is thermally anchored to the 1 K pot, and one to the bottom of the main 4 He tank. With this design, a strong clamping force can be applied without putting considerable strain to the sensitive thin rods connecting the parts of the insert vertically. A resisitve heater below the A pipe and two empty struts (stainless steel, wall thickness 0.1 mm) forming a tripod lead upwards from the Pa. An external cryopump is permanently attached so that the insert can be emptied completely from 3 He. If the insert is moved down into measurement position, the Au-plated Cu cone of the sorption pump is pressed against a Au-plated Cu counter-cone which is thermally coupled to the 4 K reservoir via stranded Cu wire. The force (≈ 350 N) is applied to the upper tripod which holds the baffles and is transmitted to the sorption pump through a pressure plate and three pre-loaded springs (5 kN/m) sitting on top of the sorption pump such that the contact force can be tuned via the z manipulator. Two of the five baffles on top are actively cooled by CuBe springs. They connect the baffle to a copper tube cooled by 4 He exhaust gas from the main tank. As temperature sensors, Si diodes are mounted to the upper active baffle and at the pressure plate, and Cernox sensors at the top of the sorption pump, at the top of the He pot, at the multi-pin plug and within the microscope. The wiring has been chosen under the aspect of low thermal conductivity and UHV compatibility. Therefore, polyimide-coated Manganin (∅ = 0.1 mm) is used for single stranded wires, and stainless steel for coax cables. Thermal anchoring of the wiring is provided at several baffles, along the sorption pump and on the 3 He pot by winding the wires around small Cu cylinders and fastening them with Kapton foil. Corresponding wires are twisted by hand and surrounded by CuBe mesh for easier handling and shielding.
Cooling procedure
We start the description from the following initial state of the cryostat: the LN 2 and He is in the gas phase with most of the gas being in the room temperature reservoir. The insert with the microscope is precooled and connected to the 4 K cold switch. In this situation, the sorption pump is at about 50 K and holds almost no He.
To start further cooling, the 4 K switch is opened and 3 He insert (left) with selected zoom-ins (right). The whole assembly hangs down in UHV from electrical feedthrough flanges on top of a z manipulator (not shown) and is surrounded by a pipe carrying the OFHC copper counterparts for the active baffles and the sorption pump cone (also not shown). Wires are anchored at each baffle, at the sorption pump and the 3 He pot. The piston, guiding rail and mortise exist at two positions realizing two cold switches which clamp the tenon of the 3 He pot at two different heights of the z manipulator.
FIG. 2. Photography of the
the insert is lowered to the height of the 1 K cold switch which is connected to the 1 K pot. After closing the cold switch, the direct line to the main tank is closed, and the scroll pump is switched on, pumping on the 1 K pot. Thereby, the He from room temperature takes two to three days. This large period of time is limited by the heat conductivity of the cold switch (pressed contact) which can be estimated to be of the order of 0.1 W/K. 3 He with the 1 K cold switch closed. Note that subsequent condensations require only 24 hours. Day 0: end of condensation, release of cold switch and insert moved to measurement position with the sorption pump pressed to the 4 K counter-cone. After 6.5 days, the temperature changes reproducibly due to the varying cross section of the 3 He pot and, hence, a varying pumping speed. After 10 days, all 3 He is evaporated and adsorbed in the sorption pump, such that the temperature rises to a new equilibrium at 9 K.
flow has to cool the 3 He being largely at room temperature which requires ≈ 17 kJ, such that the cooling time is estimated to be 48 h, in good agreement with the observation. To a lesser extent, precooling of the gas through the active baffles (Fig. 2) takes place but is difficult to quantify. After condensation, the cold switch is released, and the insert is moved downwards into measurement position. Once the condensation is finished, the pump of the 1 K pot can be switched off to reduce vibrations and the 1 K pot can be refilled with liquid He from the main tank by opening the direct line.
In measurement position, the cone-shaped bottom of the sorption pump is pressed against a counter-cone thermally coupled to the 4 K reservoir. Although the thermal conductivity of this junction is comparable to that of the cold switch, the thermal energy of the sorption pump (7 kJ) is dissipated faster due to the higher temperature gradient. Below 18 K, the sorption pump starts pumping. It reaches an equilibrium temperature of 9 K. This way, the 3 He pot and the attached microscope reach the base temperature of 390 mK within 3 h after end of condensation, limited by the time necessary to cool down the sorption pump and achieve full pumping speed. The temperature sequence after the start of condensation is shown in Figure 3 . After 6.5 days, the temperature rises in a reproducible way to 420 mK due to a varying cross section of the 3 He pot (Fig. 3, bottom right) and remains below 420 mK as long as there is 3 He left to evaporate. Temperatures above 420 mK can be achieved by heating the top of the sorption pump while, at the same time, reducing the pumping speed. The hold time at 390 − 420 mK is more than 10 days. After that, the temperature rises to a new equilibrium at 9 K with all 3 He being in the sorption pump.
Regeneration starts by retracting the pump from the cone and closing the 1 K switch again. The temperature increase of the sorption pump leads to a release of the 3 He gas. This process can be accelerated by the heaters mounted on the top of the sorption pump. Best condensing performance is achieved when not all 3 He goes back to the reservoir and therefore condensing is started while regenerating the sorption pump. Then, condensation only takes 24 hours. Above T sorp = 55 K most He pot is a home-built scanning probe microscope with an xy positioning stage (Fig. 4) . With two contacts at the scanner stage and five contacts at the xy stage, it provides several possibilities for tip-sample configurations, including four-point transport measurements of a gated sample with simultaneous scanning tunneling spectroscopy or tuning-fork operated AFM, 35 if realized by two contacts.
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The microscope body (Fig. 4a) is made of phosphorous bronze for good thermal conductance, high mechanical stability, electrical shielding and feasible manufacturing. The resonance frequencies of the two lowest bending modes have been calculated by a finite-element simulation 32 to be 1180 Hz and 1281 Hz. The next eigenfrequency, a torsion around the vertical axis, is above 3 kHz. Thus, all frequencies are above the bandwidth normally used for current detection. The microscope has a multi-pin plug at the top for easy connection to the wiring of the insert, e.g., after modification or repair of the microscope. Two stages are available for tip and sample, both being able to hold carriers of 12 × 12 mm 2 , such that the role of tip and sample can be swapped.
The upper stage offers 5 contacts which are applied to the carrier from below through CuBe springs (Fig. 4b) .
• using a long-distance microscope with a resolution of 5 − 10 µm. From another flange at the same polar angle, material can be evaporated onto the sample into the cold microscope or, in the same line of sight, onto a sample placed on a stage positioned inside the thermal shielding of the He main tank at a temperature of 30 K. The latter stage can be used if the microscope should be protected from the deposit.
The other stage of the microscope (Fig. 4c) is made out of sapphire and rests on a piezo tube scanner providing a scan range of about 600 × 600 nm 2 at low temperatures. The lowest bending mode exhibits a resonance frequency of 1.8 kHz when a sample is inserted. Two contacts are provided by separate springs on the left and right. The sapphire stage is isolated and shielded from the scanner voltage by a grounded layer of conductive epoxy glue on its backside. The scanner is glued into a sapphire prism which is held from three sides by two piezo stacks each, forming a Pan-style stepper motor.
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The pressure between sapphire prism and piezo stacks is applied by a CuBe spring which can be adjusted in situ by turning a screw with a wobble stick. The two contact springs on the scanner stage and two at the xy stage are connected to coaxial wires. Two more contacts of the xy stage are twisted pair and one is only single stranded due to limited space in the microscope body and may be used as a less sensitive gate contacts.
D. Noise considerations
The main goal of the wiring is to provide a uniquely defined potential to every point of the system which is electronically relevant. Therefore, multiple grounding at slightly different potentials should be avoided, which can lead to ground loops being susceptible to time dependent magnetic fields. The top flange of the cryostat which hosts all feedthroughs for the insert serves as a ground reference point. It is grounded by an 8 mm drain wire taken from the rack which contains the electronics for measurements. The ion getter pumps are operated using transformers. Rubber pads isolate the stainless steel frame from the floor, and electrically insulating KF shells break the electrical connection to the pipes of the He recovery. The only other connections to ground are given by the electronics of the Bayard-Alpert gauges which is tested to be not critical.
All wires carrying current or low-bias signals are lownoise micro BNC coax cables. Commercial currentto-voltage converters 38 are directly connected to the feedthroughs. Bias voltages are transmitted to the insert via differential amplifiers. On all feedthroughs, well grounded filter boxes are mounted which contain RC lowpass filters of different cut-off frequencies to protect the inner part of the UHV chamber from radio frequency noise.
III. PERFORMANCE OF THE INSTRUMENT
For the quality of spectroscopic measurements, two aspects are crucial: the spatial resolution and the energy resolution. The primarily desired local density of states (LDOS) can be measured by recording the differential conductivity dI/dV . This signal depends critically on the stability of the tunneling current which depends exponentially on the distance. A variation of 1 pm leads to a 2-3% change of the current for typical tunneling barriers. Therefore, in order to reach a sufficiently stable signal to noise ratio for spectroscopy, atomic resolution is not enough. Figure 5 shows topographic constant-current images of InAs(110) and InSb(110) single crystal surfaces, obtained by cleaving in UHV, which are recorded down to T = 390 mK. At a current of I = 1.5 pA, the atomic contrast of the As atoms is clearly visible (Fig. 5a ). After reducing the tunneling current further to 500 fA (Fig.  5b) , atomic rows are still visible (with a superimposed substructure due to residual 50 Hz noise originating from data communication wiring between scan controller and high-voltage amplifier) but the atomic structure within the rows disappears. Thus, we can probe atomic contrast down to about 0.5 pA. At increasing magnetic fields, the coupling between microscope insert and He Tank increases due to eddy currents. This initially leads to a better image quality at fields up to 0.5 T, where external vibrations of the insert are damped by the higher mass of the main tank. At higher field, the coupling is so strong that the effect of the second damping stage is partly bypassed, and vibrations of the cryostat are transmitted to the microscope, reducing the image quality (Fig. 5c ).
A. Spatial resolution and drift
The stability is tested while scanning the same area on an InSb(110) surface for 24 consecutive hours in alternating up and down scans with each image taking one hour. Kinks in an atomic step edge allow the three-dimensional determination of drift. Scanning was commenced 4 days after cool down to 400 mK in order to exclude thermal drift due to a continuous temperature reduction during consecutive images. The piezo creep was allowed to decay by scanning for 6 h before taking the first image of Figure 5d . During the following 18 h, images were acquired without further parameter change. The last image of this sequence is shown in the lower part of Figure  5d . Comparing these two images, a lateral drift of 1.7 Å and a vertical drift of about 10 pm has been determined. The speed and direction of the drift varied such that differences between consecutive up-up or down-down scans could be up to 0.3 Å/h in xy and 0.15 Å/h in z direction. With this stability, the tip can be held above atomic features for several hours without activation of the feedback. Given the fact that no special precautions to minimize thermally induced drifts are implemented within the microscope, this is a quite satisfactory result. However, as usual, the drift values highly depend on the thermal and electric history, especially of the scanner. In particular, frequent changes of scan area and scanning speed will significantly worsen the stability.
B. Vertical noise
The most important spatial requirement is the stability of the tip-sample separation. As always when dealing with noise, the bandwidth at which it is measured is crucial for its value. Moreover, when recording images with feedback, noise can show up in two channels, topography and current, and their relative weight is governed by the feedback parameters. In general, noise figures of each channel can be tuned small by the settings of an active feedback.
Therefore, we employed a method which allows intersystem comparison by eliminating the feedback and giving the bandwidth. On an InAs(110) surface after imaging with atomic resolution, I(z) curves are acquired in order to make sure that the tip is stable and provides normal vacuum-tunneling conditions. These curves provide a unique relation between distance and current such that, determined by the bandwidth of the preamplifier, the z stability can be deduced from the current recorded over time with the feedback switched off, provided there are no other sources of current noise. Hence, we get a safe upper bound for the z noise. The current time trace is converted into a z time trace and Fourier transformed revealing the spectral z noise density. This is the relevant noise figure when it comes to spectroscopy experiments. Figure 6c shows the spectral z noise density using an exponential fit to the I(z) curve: I(z) = I 0 exp −κz with κ = 13.7 nm Hence, we provide a z noise of Gaussian width σ z = 1 pm at a bandwidth of 700 Hz. Other systems, which provide STM measurements under UHV conditions at T < 1 K with optical access in order to place the tip with 10 µm precision, have all been at or above 2 pm. 13, 16, 20, 25, 27 Consequently, we conjecture that the compact design -made possible by the all-UHV manufacturing of the cryostat -is indeed beneficial for the noise performance.
The stability of the instrument for scanning tunneling spectroscopy is demonstrated by STS maps in magnetic fields up to 14 T. They were used to study the local variation of the Rashba parameter of a two-dimensional electron system on an InSb(110) single crystal in the quantum Hall regime, 39 and the nodal structure of Landau level wave functions. Figure 7 shows a Landau fan (differential conductivity as a function of B field and sample voltage) at a potential minimum. The potential landscape has been acquired by evaluating the average energy of the lowest spin-split Landau level from a spectroscopy map dI/dV (x, y, V ) at B = 6 T. Subsequently, the Landau fan was recorded by in turns measuring dI/dV (V ) at a chosen position and ramping the B field. After fitting with Lorentzian peaks, spin splittings were extracted with a precision of better than 0.5 meV for 65% of the data points.
C. Electronic temperature
The energy resolution of an STS experiment is not only given by noise but also by the sharpness of the FermiDirac distribution of the probing tip. Since the electron system may decouple from the bulk crystal due to suppression of electron-phonon interactions and due to the increasing ratio of electronic vs. phononic thermal conductivity at low temperatures, it is necessary to independently determine the electronic temperature.
To this end, we employed tunneling spectroscopy with normal and superconductors in different tip-sample configurations. A W(110) single crystal has been annealed in UHV, and 20 monolayers of lead (bulk energy gap: ∆ = 1.3 meV, T c = 7.19 K) were evaporated onto the crystal. Figure 8a shows STS data of the local density of states (LDOS) obtained at 393 mK with a Nb tip. A single gap of 1.3 meV close to the bulk value of Pb is found, implying a superconducting sample probed by a normal-conducting tip. The absence of superconductivity of the tip might be related to the sensitiv- ity of superconducting properties on details of the tip apex such as composition, shape and structure. To address the electronic temperature of the sample, the tip (mounted on the xy stage) is chosen to be superconducting, i.e., the Nb tip has been prepared by voltage pulsing until it shows a superconducting gap on a W(110) single crystalline sample. The gap is considerably smaller than for bulk Nb (∆ = 1.4 meV, T c = 9.26 K), likely due to the proximity effect, 42 and therefore the differential conductivity around zero bias is particularly sensitive to the electronic temperature of the sample, which, in this case, is found to be T sample el = 440 ± 10 mK (Fig. 8b) . Thus, we concede that the electronic temperature is a factor of 1.1 − 1.3 larger than that of the phonon bath which is probed by the temperature sensors. Other 3 He STM systems also achieve T el /T ph ≈ 1, 25, 26 while for STMs in pulse tube systems and dilution refrigerators reaching T ph < 100 mK, this factor varies from 2.4 to 12 12, [15] [16] [17] [18] [19] 21 with the lowest electronic temperature reported in such systems being 38 mK.
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D. Energy resolution
To estimate the energy resolution without being dominated by the broadening effect of f (E, T ) by the FermiDirac distribution, tunneling between superconductors is investigated. A superconductor-superconductor junction is prepared by dipping the tip into the Pb film, and a double gap is observed (Fig. 8c) , as expected from tunneling involving multiple Andreev reflections. 44 Reducing the tunneling barrier by increasing the stabilization current (Fig. 8d) leads to the development of a peak at zero bias associated with Josephson tunneling of Cooper pairs.
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This is corroborated by the distance dependence of the zero-bias peak height in comparison with that of the tunneling current of electron-like quasiparticles away from the superconducting gap (Fig. 8e) . Both show an exponential decay, but with a decay length of 39 pm for the quasiparticles and 19 pm for the Cooper pairs. The factor of two in the decay length is expected: while the normal state tunneling current I n is proportional to the conductivity of the tunnel barrier I n ∝ σ n ∝ e −z/λ , the Josephson current I J is proportional to the square of the Josephson energy E J , 46, 47 which in turn depends on the critical current I C and the normal-state conductivity of the barrier: E J ∝ I C ∝ σ n .
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So we have
Fitting a Lorentzian curve to the Josephson peak yields a FWHM of 38 µV (Fig. 8f) , significantly smaller than the temperature broadening of the Fermi-Dirac function (≈ 3.5k B T ). This is not surprising since Cooper pairs condensed into a BCS state do not obey Fermi-Dirac statistics. Instead, they are condensed to a single energy such that broadening is not determined by the distribution function of the electrodes. A simple possibility to explain the finite width of the Josephson peak is a remaining voltage noise between tip and sample. In turn, we can take the 38 µV as an upper bound of this noise. Indeed, we used the width of the Josephson peak to reduce voltage noise by adequate RC filtering which, however, has not been further improved beyond the 38 µV limit.
Another -intrinsic -possibility to explain the remaining width of this peak is the interaction of the tunneling Cooper pairs with the electromagnetic surroundings.
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The probability of a tunneling electron to exchange photons with the environment mediated by the capacitor formed by tip and sample, is therefore described by a probability function called P (E). Figure 8g shows a fit of an I(V ) curve stabilized at 4 mV and 20 nA, according to the method described in Ref. [41] . The P (E) function depends on the temperature T , the capacitance of the tunnel junction C J and the environmental impedance Z(ω). In our case, we used a modified infinite transmission line impedance to model the environment in the STM 47 with the principal resonance frequency (ω 0 = 70 µeV), a damping factor (α = 0.9) and a zero-frequency resistance being equal to the vacuum resistance (R DC = 377 Ω). These parameters can in general be obtained from resonances in the I(V ) characteristic and have been shown to vary only slightly from tip to tip. 
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The critical current agrees well with the expectation of 10.6 nA calculated from the Ambegaokar- 
48
The excellent agreement of the data and the fit show that the noise figures of the instrument are close to the physical limit given at the base temperature.
E. Transport measurements
An extraordinary feature of our UHV-STM setup is the possibility to probe magnetotransport simultaneously with STM or AFM measurements. This allows in particular to drive the system into a desired transport regime prior to probing the responsible electron wave functions, e.g., at the Fermi level. To this end, we demonstrate the excellent quality of the transport data within the STM.
Shubnikov-de Haas oscillations of a two-dimensional electron system in GaAs
We made use of the temperature-dependent Shubnikov-de Haas (SdH) oscillations in a twodimensional electron system (2DES).
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A GaAs/AlGaAs heterostructure was contacted using four contacts of the xy stage. SdH oscillations were recorded within the STM in UHV and at measurement position as longitudinal resistance ρ xx vs. magnetic field for different temperatures (Fig. 9) . At B = 2.2 T, the spin splitting at filling factor ν = 5 can be resolved (Fig. 9a) . The resistance at the minima is given by thermal excitations of electrons to other edge channels or, for lower temperatures, by variable-range hopping (VRH).
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Above 500 mK, the resistance follows the expected model for VRH according to ρ xx ∝ exp(− T 0 /T ) (Fig. 9b) . Only the resistivity at 393 mK deviates significantly from the fit which indicates that the temperature of the electron system does not follow the temperature of the phonons anymore. Reading out the resistance at this temperature and projecting it onto the fitting curve, we find an estimate of the electronic temperature, T sample el = 440 ± 20 mK, which is in excellent agreement with T sample el found by probing in STM with a superconducting tip (Fig. 8b) .
Landau fan of graphene on boron nitride
The ability to find microstructured samples with an STM tip and to perform transport measurements on these samples in-situ is demonstrated by exfoliation of graphene and boron nitride in order to form a stack on the surface of a SiO 2 /Si substrate using a dry transfer method.
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A mesh of gold pads has been evaporated onto the sample, providing a landing area for the tip. Optical navigation is possible by moving the xy stage under inspection with a long-distance microscope through which the tip image and the tip reflection can be inspected down to the 10 µm range (Fig. 10a) . The sample temperature stays below 25 K during this procedure.
For magneto-transport measurements, an oscillating source-drain voltage of V AC,SD = 100 µV is applied to the graphene sample while the backgate voltage V BG is ramped between -25 V and +25 V and the magnetic field from 0 to 14 T. The transconductance dI/dV BG is displayed after numerical derivation of the current (Fig.  10b) . Conductance minima are found at integer filling factors including those that correspond to symmetrybroken states (ν = −1, 0, +1) as well as one minimum indicating a gap at ν = −1/3. Hence, samples with novel types of electron phases become accessible in a controlled fashion by our combined STM / magnetotransport setup. 
F. Atomic force microscopy
While extended flakes with transport contacts can still be investigated in pure STM mode, nanostructured samples or investigations at the edge of flakes require insulating areas close to the probed ones and, thus, a different feedback mechanism for distance control. Such a possibility is provided by AFM. With five contacts on the xy stage, it is possible to operate an AFM mode using a tuning fork in different configurations, e.g., as a qPlus sensor 35 with two contacts for reading out the oscillation via the tuning fork electrodes, two contacts for applying an oscillation excitation to a small piezo stack below the tuning fork, and one contact for detecting the tunnel current through a separate gold wire attached to the tip. However, best results in terms of crosstalk and mechanical quality factor Q have been achieved by using the excitation piezos below the stepper piezos of the xy table (Fig. 4a ) for excitation and a Pt electrode evaporated onto an insulating film on the tuning fork (top of Fig. 11a ) for detecting the tunneling current. In this configuration, the resonance frequency is 21.9 kHz with Q = 25000 in UHV at 400 mK.
The navigation on insulating samples is demonstrated for an electrically contacted graphene sheet on mica (Fig.  11b) . Imaging the same area on Au(111) in AFM mode and subsequently in STM mode (Fig. 11c,d) shows that, even during rough imaging under ambient conditions, the main features agree and AFM can be used for orientation keeping the tip intact for STM.
IV. SUMMARY
To conclude, we have successfully fabricated the first scanning probe microscope allowing for STM, AFM and magneto-transport at the same stage in an all-UHV cryostat operating at temperatures as low as 400 mK and a magnetic field as high as 14 T. We obtain a z noise of Gaussian width σ = 1 pm in open feedback loop at a bandwidth of 700 Hz, imaging exhibiting atomic features down to 500 fA, a thermal drift of 0.3 Å/h, an electronic temperature of 400 − 500 mK, a voltage noise in the tunnel junction below 40 µeV and tip navigation within the STM at ≈ 10 µm precision. magneto-transport abilities in the STM showing, e.g., ν = −1/3 features for graphene on BN have been demonstrated as well as the ability to use the AFM mode for positioning the tip prior to STM measurements. This novel combination of STM, AFM and transport measurements will allow the in-situ spatial imaging of microstructured samples on insulating substrates while simultaneously performing transport experiments. We expect that it will contribute significantly to the bridging between the surface science and the quantum transport community.
